Checklist: Hemodialysis catheter disconnection

- Wear mask (if required)
- Perform hand hygiene
- Put on new, clean gloves
- Clamp the catheter
- Disconnect catheter from blood lines aseptically
- Scrub catheter hub with antiseptic
- Allow hub antiseptic to dry
- Attach new caps aseptically
- Remove gloves
- Perform hand hygiene

Centers for Disease Control and Prevention
National Center for Emerging and Zoonotic Infectious Diseases