
Figure 6-1  Testing algorithm for the Ortho VITROS hepatitis B surface antigen initial assay

Flowchart describing the testing algorithm for the Ortho VITROS hepatitis B surface antigen initial assay.

An initial result of less than 0.90 s/c (“Negative”) indicates that a sample is Negative for HBsAg. No further 
testing is required.

An initial result of greater than 5.00 s/c (“Positive”) indicates that a sample is Positive for HBsAg. No 
further testing is required.

If the initial result is greater than or equal to 0.90 s/c but less than or equal to 5.00 s/c (“Retest?”), this 
sample requires repeat testing for HBsAg. Retest the sample in duplicate.

• If 2 of 3 retest results are less than 1.00 s/c, the sample is Negative for HBsAg. No further testing is 
required.

• If 2 of 3 retest results are greater than 5.00 s/c, the sample is Positive for HBsAg. No further testing is 
required.

• If 2 of 3 results are greater than or equal to 1.00 s/c but less than or equal to 5.00 s/c, the sample 
is Reactive for HBsAg. Confirm the reactive results using supplemental testing, such as the VITROS 
HBsAg Confirmatory Kit.is Reactive for HBsAg. Confirm the reactive results using supplemental testing, 
such as the VITROS HBsAg Confirmatory Kit.
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