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INTRODUCTION

The Newborn Screening Quality Assurance Program 
(NSQAP), Centers for Disease Control and Prevention 
(CDC), distributed dried blood spot (DBS) quality control 
(QC) materials for thyroxine (T4), thyroid-stimulating 
hormone (TSH), 17 α-hydroxyprogesterone (17-OHP), 
total galactose (TGal), galactose-1-phosphate 
uridyltransferase (GALT), immunoreactive trypsinogen 
(IRT), phenylalanine (Phe), leucine (Leu), methionine 
(Met), tyrosine (Tyr), valine (Val), citrulline (Cit), alanine 
(Ala), arginine (Arg), succinylacetone (SUAC), and 
eighteen acylcarnitines (C0, C2, C3, C3DC, C4, C4OH, 
C5, C5DC, C5OH, C6, C8, C10, C12, C14, C16, C16OH, 
C18, C18OH) to laboratories operating newborn screening 
programs and to manufacturers of screening test products. 
We also distributed pilot QC program materials for the 
analysis of 24:0- and 26:0-lysophosphatidylcholines for 
the detection of X-linked Adrenoleukodystrophy (XALD).  
Included with each semiannual shipment of QC specimens 
were instructions for downloading and submitting the 
paperless data report forms.

This midyear report contains a summary of the QC data 
submitted during the first half of 2015 by state, contract, 
and private laboratories in the United States; international 
participants; and manufacturers of screening test products.

QUALITY CONTROL MATERIALS

The QC specimen lots were provided as 6-month supplies 
of DBSs on filter paper. DBS QC lots were prepared 
from whole blood of 50% hematocrit. 

The QC materials were enriched with predetermined 
quantities of selected analytes and dispensed in 100 μL 
aliquots on GE Healthcare Bio-Sciences Corporation 
(formerly Whatman Inc.), Westborough, MA, Grade 903 
filter paper.

A QC shipment for T4, TSH, 17-OHP, GALT and XALD 
consisted of blood spot materials from three lots per 
analyte, with each lot containing a different 
concentration of analyte. A QC shipment for IRT, TGal, 
Phe, Leu, Met, Tyr, Val, Cit, Ala, Arg, SUAC, and the 
acylcarnitines consisted of blood spot cards from four 
different lots.

The QC materials were supplied for use as external 
controls in quantities sufficient to maintain continuity 
and transcend changes in production lots of routinely 
used method- or kit-control materials. The external QC 
materials were intended to supplement the participants’ 
method- or kit-control materials at periodic intervals and 
to allow participants to monitor the long-term stability 
of their assays. The QC materials should not be used as 
routine daily QCs.

PARTICIPANTS’ RESULTS

For this midyear report, we compiled the data that each 
participant reported from five analytic runs from each 
QC lot and calculated mean values and standard 
deviations. Data values outside the 99% confidence 
interval for each QC lot were not included in the 
computations. For linear regression analysis, we could 
not include qualitative data, data submitted as 
inequalities or ranges, data submitted in unidentified 
units, or data from less than five analytic runs per 
specimen lot per participant.  

---- QC DATA ----
see pages 3-41
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Some participants submitted results in units other than 
those requested on the data-report forms. To ensure that 
all results are appropriately entered in the CDC database, 
participants must convert their results to the requested 
units before entering them on the data report forms. For 
GALT analysis, where no conversion factor exists 
between enrichment value units U/g Hb and other 
reportable units, we included a separate table to provide 
participants with basic peer-group statistics. 

The reported QC data are summarized in tables on pages 
3-41, which show the analyte by series of QC lots, the 
number of measurements (N), the mean values, and the 
standard deviations (SD) by kit or analytic method. In 
addition, we used a weighted linear regression analysis to 
examine the comparability by method of reported 
(aggregated) versus enriched concentrations. Results of 
the linear regression analyses are summarized in the 
tables on pages 3-41.

DISCUSSION

The enriched values of the QC specimen lots do not take 
into account the endogenous levels of the analytes. For 
Phe, Leu, Met, Tyr, Val, Cit, Ala, Arg, SUAC, and the 
acylcarnitines, the non-enriched base pools were 
distributed as the first QC specimen lot in each series so 
that participants could measure the endogenous 
concentration of the series. 

The tables which summarize reported QC results (pages 
3-41) show data for method-related differences in 
analytic recoveries and method bias. Because we 
prepared each QC lot series from a single batch of 
hematocrit-adjusted, non-enriched blood, the 
endogenous concentration was the same for all 
specimens across the lot series and should not affect the 
slope of the regression line among methods. Slope 
deviations may be related to analytic ranges for 
calibration curves. Generally, slope values substantially 
different from 1.0 indicate that a method has an analytic 
bias.

Calculations of concentrations for the QC lots may vary 
with type of internal standard. Data are not sorted by 
internal standard type.

Because only three or four concentrations of QC 
materials are available for each analyte, a bias error in 
any one pool can markedly influence the slope and 
intercept.

For the purpose of our assessment, we first calculated the 
within-laboratory SD component of the total SD and used 
the reported QC data from multiple analytic runs for 
regression analyses. We then calculated the Y-intercept 
and slope listed in each table using all analyte 
concentrations within a lot series (e.g., lots 1401, 1402, 
and 1403). The Y-intercept provides one measure of the 
endogenous concentration level for an analyte. For Phe, 
Leu, Met, Tyr, Val, Cit, Ala, Arg, SUAC, and the 
acylcarnitines, participants measured the endogenous 
concentration levels by analyzing the non-enriched QC 
lots. Ideally, the slope should be 1.0 with an acceptable 
range from 0.8 to 1.2, but further observation is required 
when discrepancies exist. 

We assessed all analytes as demonstrating acceptable 
performance, with slopes falling near or within the range 
of acceptability. Several analytes such as SUAC, C3DC
+C4OH, C4OH, C16OH, C18OH and GALT yielded all 
method slopes outside of the acceptable range, however 
these slopes remain historically consistent with the 
slopes of previous QC sets.

The next set of QC materials will be shipped in January 
of 2016.  Any changes in QC enrollment including 
addition or deletion of analyte programs should be 
submitted to NSQAP no later than November 1, 2015.  
The Request Participation Form at: http://www.cdc.gov/
labstandards/pdf/nsqap/nsqap_requestparticipation.pdf 
should be filled out to reflect these changes and 
submitted to nsqapdmt@ cdc.gov. 

*Zobel, Sherri, editor. Newborn Screening Quality
Assurance Program: 2014 Annual Summary Report. 
Atlanta: Centers for Disease Control and Prevention, 
2014; 32:1-119.
http://www.cdc.gov/labstandards/nsqap.html

Use of trade names and commercial sources is for identification only 
and does not imply endorsement by the U.S. Department of Health and 

Human Services or the association of Public Health Laboratories.
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2015 Quality Control Data 

Summaries of Statistical Analyses 

17 α-HYDROXYPROGESTERONE (ng 17-OHP/mL serum) 

*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1351 - Enriched 25.0 ng/mL serum 
Siemens Healthcare Diagnostics 30 21.9 1.7 3.5 5.9 0.7 
Neo-Genesis Accuwell 30 23.5 3.0 5.7 -2.0 1.0 
Delfia 140 19.0 2.4 5.1 -2.2 0.9 
Delfia Neonatal 17-OHP (A024) 89 17.9 2.3 3.3 -2.4 0.8 
AutoDelfia 262 20.4 2.4 3.8 -0.2 0.9 
AutoDelfia Neonatal 17-OHP (B024) 345 20.5 2.1 3.0 0.5 0.8 
Bio-Rad Quantase 90 21.4 2.9 5.3 3.0 0.8 
TecnoSuma UMELISA 20 23.8 2.6 2.7 -5.6 1.2 
LC-MS/MS 39 21.8 1.9 3.5 1.0 0.8 
PerkinElmer GSP Neonatal 320 21.4 1.9 2.3 1.6 0.8 
In House 20 24.1 6.3 6.3 2.8 0.8 

Lot 1352 - Enriched 50.0 ng/mL serum 
Siemens Healthcare Diagnostics 30 43.0 3.0 7.0 5.9 0.7 
Neo-Genesis Accuwell 29 47.0 6.1 6.4 -2.0 1.0 
Delfia 140 40.6 3.7 8.7 -2.2 0.9 
Delfia Neonatal 17-OHP (A024) 89 38.8 4.8 7.2 -2.4 0.8 
AutoDelfia 263 44.7 3.9 8.4 -0.2 0.9 
AutoDelfia Neonatal 17-OHP (B024) 345 43.0 3.8 6.1 0.5 0.8 
Bio-Rad Quantase 90 47.7 4.9 15.6 3.0 0.8 
TecnoSuma UMELISA 20 57.0 6.6 12.0 -5.6 1.2 
LC-MS/MS 40 43.2 3.8 5.9 1.0 0.8 
PerkinElmer GSP Neonatal 324 44.1 3.3 4.5 1.6 0.8 
In House 20 42.1 4.9 9.3 2.8 0.8 

Lot 1353 - Enriched 100.0 ng/mL serum 
Siemens Healthcare Diagnostics 30 75.0 4.9 13.7 5.9 0.7 
Neo-Genesis Accuwell 30 97.9 16.2 19.8 -2.0 1.0 
Delfia 144 83.0 9.3 23.9 -2.2 0.9 
Delfia Neonatal 17-OHP (A024) 90 79.3 11.3 18.1 -2.4 0.8 
AutoDelfia 252 85.9 8.9 15.1 -0.2 0.9 
AutoDelfia Neonatal 17-OHP (B024) 341 83.0 8.6 12.5 0.5 0.8 
Bio-Rad Quantase 78 84.5 8.9 18.9 3.0 0.8 
TecnoSuma UMELISA 20 115.6 7.7 18.3 -5.6 1.2 
LC-MS/MS 40 84.7 4.8 9.9 1.0 0.8 
PerkinElmer GSP Neonatal 319 83.8 7.2 8.9 1.6 0.8 
In House 20 84.6 6.2 23.3 2.8 0.8 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

THYROXINE (g T4/dL serum) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1401 - Assayed 1.8 g/dL serum 
Neo-Genesis Accuwell 18 1.3 0.1 0.2 0.3 0.9 
Delfia 80 1.7 0.3 0.4 0.2 1.0 
AutoDelfia 205 1.9 0.3 0.4 0.4 0.9 
Interscientific NeoMAP Multiplex 49 1.9 0.2 0.3 0.3 0.9 
PerkinElmer GSP Neonatal 170 1.8 0.2 0.2 0.2 1.0 

Lot 1402 - Assayed 6.4 g/dL serum 
Neo-Genesis Accuwell 20 7.1 0.6 2.6 0.3 0.9 
Delfia 80 6.6 0.6 0.7 0.2 1.0 
AutoDelfia 207 6.8 0.6 0.6 0.4 0.9 
Interscientific NeoMAP Multiplex 50 6.2 0.6 0.6 0.3 0.9 
PerkinElmer GSP Neonatal 176 6.9 0.6 0.7 0.2 1.0 

Lot 1403 - Assayed 11.0 g/dL serum 
Neo-Genesis Accuwell 20 9.5 0.5 2.3 0.3 0.9 
Delfia 80 10.4 0.7 1.3 0.2 1.0 
AutoDelfia 209 10.5 0.9 1.1 0.4 0.9 
Interscientific NeoMAP Multiplex 50 10.2 0.6 0.7 0.3 0.9 
PerkinElmer GSP Neonatal 164 10.9 1.1 1.3 0.2 1.0 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

THYROID-STIMULATING HORMONE (IU TSH/mL serum) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1411 - Enriched 25.0 IU/mL serum 
Siemens Healthcare Diagnostics 20 35.4 4.2 5.1 -1.0 1.4 
Neo-Genesis Accuwell 40 25.2 4.3 4.9 -0.4 1.1 
MP Biomedicals ELISA 20 15.9 2.2 4.1 -6.6 0.9 
Delfia 427 26.3 2.8 5.3 -0.7 1.1 
AutoDelfia 862 28.0 2.5 4.5 -0.2 1.1 
Ani Labsystems 89 25.6 2.2 3.7 -5.1 1.2 
Bio-Rad Quantase 70 32.8 4.0 11.8 1.3 1.3 
TecnoSuma UMELISA 29 32.9 4.0 4.5 -2.5 1.4 
Bioclone ELISA 10 25.7 0.9 0.9 -0.3 1.1 
DiaSorin 88 25.0 2.1 3.0 1.5 1.0 
Interscientific NeoMAP Multiplex 50 24.6 1.7 2.3 -3.0 1.1 
PerkinElmer GSP Neonatal 431 26.7 2.2 2.9 0.0 1.1 
In House 40 25.7 1.8 2.7 1.1 1.0 

Lot 1412 - Enriched 40.0 IU/mL serum 
Siemens Healthcare Diagnostics 20 55.7 5.0 7.0 -1.0 1.4 
Neo-Genesis Accuwell 40 42.7 4.8 7.3 -0.4 1.1 
MP Biomedicals ELISA 20 26.6 3.2 7.6 -6.6 0.9 
Delfia 427 44.0 4.8 8.1 -0.7 1.1 
AutoDelfia 841 45.9 3.5 5.0 -0.2 1.1 
Ani Labsystems 88 43.4 4.1 6.2 -5.1 1.2 
Bio-Rad Quantase 70 54.2 5.5 21.8 1.3 1.3 
TecnoSuma UMELISA 28 53.4 4.4 5.1 -2.5 1.4 
Bioclone ELISA 10 43.6 2.2 2.2 -0.3 1.1 
DiaSorin 90 40.0 3.6 6.6 1.5 1.0 
Interscientific NeoMAP Multiplex 50 41.7 2.5 3.2 -3.0 1.1 
PerkinElmer GSP Neonatal 433 42.7 3.2 4.5 0.0 1.1 
In House 40 41.3 3.1 5.2 1.1 1.0 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

THYROID-STIMULATING HORMONE (IU TSH/mL serum) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1413 - Enriched 80.0 IU/mL serum 
Siemens Healthcare Diagnostics 20 114.0 11.5 11.9 -1.0 1.4 
Neo-Genesis Accuwell 39 83.5 9.7 10.9 -0.4 1.1 
MP Biomedicals ELISA 20 62.7 8.0 19.2 -6.6 0.9 
Delfia 412 87.1 7.8 15.4 -0.7 1.1 
AutoDelfia 838 91.0 7.1 10.0 -0.2 1.1 
Ani Labsystems 88 92.6 6.3 12.6 -5.1 1.2 
Bio-Rad Quantase 70 104.5 11.5 47.6 1.3 1.3 
TecnoSuma UMELISA 29 110.0 7.0 7.0 -2.5 1.4 
Bioclone ELISA 10 85.0 2.9 2.9 -0.3 1.1 
DiaSorin 89 77.6 5.3 11.2 1.5 1.0 
Interscientific NeoMAP Multiplex 48 85.9 5.1 6.4 -3.0 1.1 
PerkinElmer GSP Neonatal 435 85.5 6.6 9.2 0.0 1.1 
In House 40 80.7 5.2 15.4 1.1 1.0 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

TOTAL GALACTOSE (mg Gal/dL whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Enriched 5.0 mg/dL whole blood 
Siemens Healthcare Diagnostics 40 5.6 0.5 0.6 1.4 0.9 
Fluorometric Manual 99 4.6 0.5 1.3 0.8 0.9 
Colorimetric 64 6.3 0.9 1.5 1.3 1.1 
PerkinElmer Neonatal Kit 255 5.2 0.6 1.0 1.4 0.8 
Neo-Genesis Accuwell 29 6.6 0.5 1.4 0.6 1.2 
Bio-Rad Quantase 129 6.8 1.2 1.7 -0.9 1.4 
Interscientific Enzyme 30 5.3 0.4 0.5 1.2 0.8 
Astoria-Pacific 50 Hour Reagent Kit 97 6.7 0.5 0.7 1.6 1.0 
TecnoSuma UMTEST 30 8.2 1.7 2.1 2.5 1.1 

Lot 1426 - Enriched 10.0 mg/dL whole blood 
Siemens Healthcare Diagnostics 40 11.0 0.6 0.6 1.4 0.9 
Fluorometric Manual 96 9.4 0.7 2.0 0.8 0.9 
Colorimetric 68 12.7 1.3 2.4 1.3 1.1 
PerkinElmer Neonatal Kit 257 9.5 0.9 1.4 1.4 0.8 
Neo-Genesis Accuwell 29 13.1 1.0 2.1 0.6 1.2 
Bio-Rad Quantase 128 12.7 2.0 2.8 -0.9 1.4 
Interscientific Enzyme 30 9.1 1.0 1.0 1.2 0.8 
Astoria-Pacific 50 Hour Reagent Kit 100 11.9 0.8 1.2 1.6 1.0 
TecnoSuma UMTEST 30 12.6 1.4 3.0 2.5 1.1 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

TOTAL GALACTOSE (mg Gal/dL whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1427 - Enriched 15.0 mg/dL whole blood 
Siemens Healthcare Diagnostics 40 15.5 1.0 1.2 1.4 0.9 
Fluorometric Manual 90 15.4 1.2 1.2 0.8 0.9 
Colorimetric 70 18.2 2.0 3.6 1.3 1.1 
PerkinElmer Neonatal Kit 257 13.6 1.3 2.1 1.4 0.8 
Neo-Genesis Accuwell 30 18.3 1.3 2.4 0.6 1.2 
Bio-Rad Quantase 130 19.3 2.3 4.4 -0.9 1.4 
Interscientific Enzyme 30 13.8 1.1 1.3 1.2 0.8 
Astoria-Pacific 50 Hour Reagent Kit 99 16.9 1.1 2.1 1.6 1.0 
TecnoSuma UMTEST 30 20.2 1.9 3.1 2.5 1.1 

Lot 1428 - Enriched 30.0 mg/dL whole blood 
Siemens Healthcare Diagnostics 40 29.0 2.1 10.1 1.4 0.9 
Fluorometric Manual 100 26.9 1.8 6.4 0.8 0.9 
Colorimetric 70 34.2 3.6 8.6 1.3 1.1 
PerkinElmer Neonatal Kit 266 25.2 2.3 3.6 1.4 0.8 
Neo-Genesis Accuwell 28 37.1 2.3 2.9 0.6 1.2 
Bio-Rad Quantase 140 41.2 5.3 10.2 -0.9 1.4 
Interscientific Enzyme 30 25.5 2.2 2.5 1.2 0.8 
Astoria-Pacific 50 Hour Reagent Kit 100 32.2 1.9 3.6 1.6 1.0 
TecnoSuma UMTEST 30 35.5 2.8 6.1 2.5 1.1 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

GALACTOSE-1-PHOSPHATE URIDYLTRANSFERASE (GALT U/g Hb) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1431 - Assayed 1.3 U/g Hb 
PerkinElmer Neonatal Kit U/g Hb 295 1.3 0.3 0.5 0.2 0.7 
Astoria-Pacific Neonatal Microplate Reagent Kit U/g Hb 40 0.6 0.1 0.2 -0.6 0.7 

Lot 1432 - Assayed 4.1 U/g Hb 
PerkinElmer Neonatal Kit U/g Hb 293 3.0 0.4 0.5 0.2 0.7 
Astoria-Pacific Neonatal Microplate Reagent Kit U/g Hb 39 2.1 0.2 0.3 -0.6 0.7 

Lot 1433 - Assayed 9.5 U/g Hb 
PerkinElmer Neonatal Kit U/g Hb 295 7.2 0.9 1.2 0.2 0.7 
Astoria-Pacific Neonatal Microplate Reagent Kit U/g Hb 40 6.6 0.7 1.0 -0.6 0.7 

 

 

 

 

 

 

    METHODS REPORTED IN UNITS OTHER THAN U/g Hb (>3 PARTICIPANTS)* 

 
LOT 

NUMBER 
METHOD N MEAN 

AVG WITHIN 

LAB SD 

ALL LAB 

SD 
MIN MAX 

1431 
34 Astoria-Pacific 50 Hour Reagent Kit (µmol/L blood) 70 14.7 1.9 3.9 8.1 23.2 

62 Perkin Elmer GSP Neonatal (U/dL blood) 70 0.5 0.2 1.0 0.0 2.5 

1432 
34 Astoria-Pacific 50 Hour Reagent Kit (µmol/L blood) 70 66.3 6.5 10.0 45.0 94.6 

62 Perkin Elmer GSP Neonatal (U/dL blood) 70 1.5 0.3 0.6 0.5 2.5 

1433 
34 Astoria-Pacific 50 Hour Reagent Kit (µmol/L blood) 70 193.0 28.9 44.4 90.0 303.4 

62 Perkin Elmer GSP Neonatal (U/dL blood) 70 8.2 0.7 1.3 5.3 10.2 

 

 *Outlier data was removed based on the 99% confidence interval 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

IMMUNOREACTIVE TRYPSINOGEN (ng IRT/mL whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1491 - Assayed 19.7 ng/mL whole blood 
MP Biomedicals ELISA 60 25.7 3.2 9.2 29.3 1.2 
Delfia 170 19.6 2.7 3.4 4.1 0.9 
AutoDelfia 710 19.4 1.4 1.8 1.7 1.0 
Bio-Rad Quantase 30 46.9 5.3 25.0 56.9 0.9 
PerkinElmer GSP Neonatal 310 19.7 1.3 1.5 0.7 1.0 

Lot 1492 - Assayed 70.3 ng/mL whole blood 
MP Biomedicals ELISA 60 127.2 18.9 45.7 29.3 1.2 
Delfia 165 70.0 5.9 7.7 4.1 0.9 
AutoDelfia 702 70.7 4.5 5.4 1.7 1.0 
Bio-Rad Quantase 30 136.9 5.2 60.1 56.9 0.9 
PerkinElmer GSP Neonatal 327 72.2 4.2 4.9 0.7 1.0 

Lot 1493 - Assayed 145.6 ng/mL whole blood 
MP Biomedicals ELISA 58 242.7 37.1 82.3 29.3 1.2 
Delfia 163 140.1 12.8 15.4 4.1 0.9 
AutoDelfia 696 145.0 9.1 10.3 1.7 1.0 
Bio-Rad Quantase 30 218.8 1.5 81.1 56.9 0.9 
PerkinElmer GSP Neonatal 317 149.2 8.4 9.4 0.7 1.0 

Lot 1494 - Assayed 259.3 ng/mL whole blood 
MP Biomedicals ELISA 46 314.1 34.7 98.1 29.3 1.2 
Delfia 167 239.4 23.3 29.3 4.1 0.9 
AutoDelfia 708 252.5 16.0 19.6 1.7 1.0 
Bio-Rad Quantase 30 270.5 0.6 99.0 56.9 0.9 
PerkinElmer GSP Neonatal 310 262.5 17.1 19.1 0.7 1.0 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

ALANINE (mol Ala/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 663 360.6 36.2 78.6 359.1 0.7 
Non-derivatized - MS/MS non-kit 94 352.5 27.0 82.9 350.9 0.7 
Derivatized - MS/MS PE NeoGram Kit 88 354.9 35.7 78.1 354.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 458 424.9 32.0 66.3 426.0 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 95 345.7 24.9 34.4 346.8 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 313.0 26.0 52.0 313.8 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 10 392.7 14.2 14.2 387.3 0.9 

Lot 1426 - Enriched 200.0 mol/L whole blood 
Derivatized - MS/MS non-kit 658 497.6 45.7 95.5 359.1 0.7 
Non-derivatized - MS/MS non-kit 94 483.8 43.1 113.9 350.9 0.7 
Derivatized - MS/MS PE NeoGram Kit 90 507.3 56.3 117.7 354.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 461 605.8 46.2 94.8 426.0 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 487.5 37.5 56.5 346.8 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 440.0 42.1 80.3 313.8 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 10 542.0 19.4 19.4 387.3 0.9 

Lot 1427 - Enriched 400.0 mol/L whole blood 
Derivatized - MS/MS non-kit 654 626.4 57.2 123.7 359.1 0.7 
Non-derivatized - MS/MS non-kit 94 615.0 39.3 134.2 350.9 0.7 
Derivatized - MS/MS PE NeoGram Kit 90 641.3 59.5 152.4 354.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 466 766.1 58.3 120.4 426.0 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 95 615.6 41.7 65.3 346.8 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 561.4 36.0 105.1 313.8 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 10 753.6 25.1 25.1 387.3 0.9 

Lot 1428 - Enriched 600.0 mol/L whole blood 
Derivatized - MS/MS non-kit 651 774.9 64.7 149.3 359.1 0.7 
Non-derivatized - MS/MS non-kit 95 754.5 68.2 200.2 350.9 0.7 
Derivatized - MS/MS PE NeoGram Kit 90 806.0 75.3 183.0 354.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 465 951.8 67.9 146.8 426.0 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 759.1 50.9 96.9 346.8 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 687.2 39.0 117.8 313.8 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 10 899.0 37.2 37.2 387.3 0.9 
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ARGININE (mol Arg/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 687 8.8 1.4 3.8 10.1 0.6 
Non-derivatized - MS/MS non-kit 108 7.7 1.9 3.9 8.0 0.7 
Derivatized - MS/MS PE NeoGram Kit 116 9.9 1.0 2.1 9.2 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 550 8.9 0.9 1.7 10.8 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 10.8 1.4 2.8 14.9 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 99 10.0 1.2 2.6 16.4 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 29 5.5 0.9 1.8 4.6 0.5 

Lot 1426 - Enriched 100.0 mol/L whole blood 
Derivatized - MS/MS non-kit 711 74.1 8.2 28.2 10.1 0.6 
Non-derivatized - MS/MS non-kit 119 77.1 6.9 18.7 8.0 0.7 
Derivatized - MS/MS PE NeoGram Kit 116 90.9 6.7 16.8 9.2 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 560 96.2 6.2 10.6 10.8 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 100.0 13.2 23.1 14.9 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 97 90.5 7.7 18.0 16.4 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 48.7 3.0 3.7 4.6 0.5 

Lot 1427 - Enriched 200.0 mol/L whole blood 
Derivatized - MS/MS non-kit 701 135.5 14.2 50.7 10.1 0.6 
Non-derivatized - MS/MS non-kit 118 145.6 15.8 33.7 8.0 0.7 
Derivatized - MS/MS PE NeoGram Kit 116 171.5 11.8 31.8 9.2 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 547 175.2 10.1 18.2 10.8 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 182.2 12.6 34.9 14.9 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 99 163.3 12.9 32.2 16.4 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 97.8 5.3 14.8 4.6 0.5 

Lot 1428 - Enriched 300.0 mol/L whole blood 
Derivatized - MS/MS non-kit 690 196.1 18.5 74.3 10.1 0.6 
Non-derivatized - MS/MS non-kit 119 214.3 21.7 48.5 8.0 0.7 
Derivatized - MS/MS PE NeoGram Kit 119 256.2 18.3 47.5 9.2 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 553 257.3 15.2 28.6 10.8 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 254.2 17.0 56.0 14.9 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 91 215.0 14.1 39.8 16.4 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 142.5 11.1 24.2 4.6 0.5 
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CITRULLINE (mol Cit/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 738 26.1 2.6 4.5 27.0 0.8 
Non-derivatized - MS/MS non-kit 196 27.7 3.1 6.4 29.1 0.8 
Derivatized - MS/MS PE NeoGram Kit 126 29.3 2.0 3.6 29.4 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 635 29.1 2.6 3.5 30.4 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 28.7 2.7 4.5 29.7 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 96 28.7 4.4 4.9 29.4 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 27.1 2.2 2.3 27.5 0.9 

Lot 1426 - Enriched 25.0 mol/L whole blood 
Derivatized - MS/MS non-kit 737 46.9 4.5 8.2 27.0 0.8 
Non-derivatized - MS/MS non-kit 198 50.6 4.4 9.0 29.1 0.8 
Derivatized - MS/MS PE NeoGram Kit 129 53.4 3.8 6.8 29.4 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 630 54.3 4.0 5.8 30.4 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 51.9 4.1 6.5 29.7 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 96 52.4 8.4 9.1 29.4 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 47.7 4.5 4.9 27.5 0.9 

Lot 1427 - Enriched 100.0 mol/L whole blood 
Derivatized - MS/MS non-kit 746 106.4 9.4 18.6 27.0 0.8 
Non-derivatized - MS/MS non-kit 197 114.6 10.0 18.0 29.1 0.8 
Derivatized - MS/MS PE NeoGram Kit 128 118.4 6.4 14.6 29.4 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 635 122.3 8.1 12.9 30.4 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 95 115.6 7.7 11.6 29.7 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 118.1 11.8 17.7 29.4 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 115.1 8.6 12.3 27.5 0.9 

Lot 1428 - Enriched 250.0 mol/L whole blood 
Derivatized - MS/MS non-kit 745 222.4 17.2 36.6 27.0 0.8 
Non-derivatized - MS/MS non-kit 198 238.2 18.6 33.8 29.1 0.8 
Derivatized - MS/MS PE NeoGram Kit 128 257.1 16.4 32.8 29.4 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 631 258.7 16.7 25.8 30.4 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 243.7 14.1 27.2 29.7 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 251.2 27.7 35.4 29.4 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 239.8 15.9 22.7 27.5 0.9 
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LEUCINE (mol Leu/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 767 146.3 11.7 23.6 147.7 0.8 
Non-derivatized - MS/MS non-kit 275 178.8 11.5 25.7 180.8 0.9 
Derivatized - MS/MS PE NeoGram Kit 125 143.5 13.0 15.9 142.0 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 626 177.3 10.6 17.1 179.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 93 140.5 13.0 22.2 140.1 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 97 168.3 12.7 23.2 170.2 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 170.8 14.8 22.8 170.4 0.9 

Lot 1426 - Enriched 100.0 mol/L whole blood 
Derivatized - MS/MS non-kit 765 232.3 18.8 31.8 147.7 0.8 
Non-derivatized - MS/MS non-kit 261 274.3 19.6 42.2 180.8 0.9 
Derivatized - MS/MS PE NeoGram Kit 127 235.6 19.7 26.8 142.0 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 628 273.0 16.8 28.1 179.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 95 222.3 18.7 27.9 140.1 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 95 258.7 14.9 29.3 170.2 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 56 264.9 17.2 26.8 170.4 0.9 

Lot 1427 - Enriched 250.0 mol/L whole blood 
Derivatized - MS/MS non-kit 755 350.0 27.7 46.8 147.7 0.8 
Non-derivatized - MS/MS non-kit 272 398.5 27.1 58.4 180.8 0.9 
Derivatized - MS/MS PE NeoGram Kit 127 359.9 24.5 39.5 142.0 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 623 400.6 24.3 38.7 179.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 94 327.7 26.3 33.1 140.1 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 99 384.1 25.1 51.5 170.2 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 402.6 41.2 62.8 170.4 0.9 

Lot 1428 - Enriched 500.0 mol/L whole blood 
Derivatized - MS/MS non-kit 772 556.8 43.7 83.1 147.7 0.8 
Non-derivatized - MS/MS non-kit 277 624.1 46.8 98.3 180.8 0.9 
Derivatized - MS/MS PE NeoGram Kit 129 597.3 43.8 69.9 142.0 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 630 628.6 38.4 66.4 179.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 98 532.8 36.0 54.1 140.1 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 100 599.0 45.6 89.1 170.2 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 57 639.7 41.5 70.5 170.4 0.9 
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METHIONINE (mol Met/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 779 23.6 3.1 4.9 23.6 0.8 
Non-derivatized - MS/MS non-kit 281 22.0 1.8 3.6 21.5 0.8 
Derivatized - MS/MS PE NeoGram Kit 116 24.5 2.9 3.5 24.9 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 623 22.1 1.6 2.9 21.1 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 18.4 2.9 5.0 16.8 0.6 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 96 18.6 2.2 3.4 18.7 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 22.5 1.6 1.9 20.5 0.9 

Lot 1426 - Enriched 50.0 mol/L whole blood 
Derivatized - MS/MS non-kit 764 64.1 5.7 9.4 23.6 0.8 
Non-derivatized - MS/MS non-kit 272 62.9 4.6 12.1 21.5 0.8 
Derivatized - MS/MS PE NeoGram Kit 116 67.4 6.8 8.7 24.9 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 625 63.2 4.2 8.0 21.1 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 48.5 7.8 14.5 16.8 0.6 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 54.7 4.4 9.6 18.7 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 61.9 4.3 5.2 20.5 0.9 

Lot 1427 - Enriched 150.0 mol/L whole blood 
Derivatized - MS/MS non-kit 769 143.6 12.4 22.1 23.6 0.8 
Non-derivatized - MS/MS non-kit 280 142.2 9.1 24.8 21.5 0.8 
Derivatized - MS/MS PE NeoGram Kit 119 149.4 12.3 17.6 24.9 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 626 141.1 9.4 17.6 21.1 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 107.2 14.3 32.4 16.8 0.6 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 99 126.1 16.5 25.6 18.7 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 146.5 10.4 13.3 20.5 0.9 

Lot 1428 - Enriched 250.0 mol/L whole blood 
Derivatized - MS/MS non-kit 769 224.7 17.6 33.5 23.6 0.8 
Non-derivatized - MS/MS non-kit 279 227.9 15.0 41.8 21.5 0.8 
Derivatized - MS/MS PE NeoGram Kit 119 233.7 19.4 28.8 24.9 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 631 229.8 14.6 29.2 21.1 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 177.0 23.5 47.9 16.8 0.6 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 100 198.2 18.8 32.5 18.7 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 235.8 11.6 17.6 20.5 0.9 
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PHENYLALANINE (mol Phe/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Fluorometric Manual 108 106.7 11.6 27.1 105.3 1.1 
PerkinElmer Neonatal Kit 222 83.3 10.6 13.4 82.9 0.9 
Ani Labsystems 117 92.2 11.9 22.2 91.6 1.3 
Bio-Rad Quantase 30 98.8 14.6 17.9 99.4 1.1 
Interscientific Enzyme 40 75.7 4.1 7.0 67.4 1.0 
Astoria-Pacific 50 Hour Reagent Kit 10 112.7 10.1 10.1 122.3 1.1 
HPLC 10 79.7 4.2 4.2 76.5 1.0 
Derivatized - MS/MS non-kit 844 74.1 5.8 10.2 74.0 0.9 
Non-derivatized - MS/MS non-kit 345 77.8 5.5 11.6 78.3 1.0 
Derivatized - MS/MS PE NeoGram Kit 156 78.3 6.3 9.8 76.7 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 640 75.6 4.9 7.5 76.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 81 77.6 6.2 13.5 80.3 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 84.7 6.3 10.2 84.6 1.0 
TecnoSuma UMTEST 20 120.5 9.7 52.0 114.2 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 75.6 4.4 7.6 74.5 1.0 

Lot 1426 - Enriched 100.0 mol/L whole blood 
Fluorometric Manual 108 213.0 19.5 32.6 105.3 1.1 
PerkinElmer Neonatal Kit 221 170.8 14.8 21.9 82.9 0.9 
Ani Labsystems 119 226.8 21.1 36.4 91.6 1.3 
Bio-Rad Quantase 28 210.9 17.0 20.8 99.4 1.1 
Interscientific Enzyme 39 151.9 8.1 50.0 67.4 1.0 
Astoria-Pacific 50 Hour Reagent Kit 10 234.0 12.0 12.0 122.3 1.1 
HPLC 10 172.2 9.4 9.4 76.5 1.0 
Derivatized - MS/MS non-kit 836 164.4 12.4 21.9 74.0 0.9 
Non-derivatized - MS/MS non-kit 338 177.2 10.1 24.2 78.3 1.0 
Derivatized - MS/MS PE NeoGram Kit 157 174.0 11.4 20.2 76.7 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 640 170.9 11.3 17.2 76.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 87 171.6 16.0 31.9 80.3 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 188.2 15.4 24.5 84.6 1.0 
TecnoSuma UMTEST 20 235.7 15.0 97.0 114.2 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 167.5 10.8 15.8 74.5 1.0 
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PHENYLALANINE (mol Phe/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1427 - Enriched 200.0 mol/L whole blood 
Fluorometric Manual 97 320.1 29.4 45.2 105.3 1.1 
PerkinElmer Neonatal Kit 221 261.2 20.2 31.3 82.9 0.9 
Ani Labsystems 120 352.5 25.6 58.9 91.6 1.3 
Bio-Rad Quantase 30 317.9 15.8 26.3 99.4 1.1 
Interscientific Enzyme 40 261.9 10.2 18.8 67.4 1.0 
Astoria-Pacific 50 Hour Reagent Kit 10 350.6 21.5 21.5 122.3 1.1 
HPLC 10 272.9 9.8 9.8 76.5 1.0 
Derivatized - MS/MS non-kit 845 253.2 20.3 35.3 74.0 0.9 
Non-derivatized - MS/MS non-kit 342 269.4 16.4 39.0 78.3 1.0 
Derivatized - MS/MS PE NeoGram Kit 155 268.4 16.7 30.8 76.7 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 638 262.4 16.4 27.3 76.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 82 251.7 17.0 35.8 80.3 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 97 288.7 14.9 26.9 84.6 1.0 
TecnoSuma UMTEST 20 375.6 16.9 91.0 114.2 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 267.4 18.4 22.4 74.5 1.0 

Lot 1428 - Enriched 300.0 mol/L whole blood 
Fluorometric Manual 108 433.2 43.4 53.3 105.3 1.1 
PerkinElmer Neonatal Kit 219 349.2 28.8 46.0 82.9 0.9 
Ani Labsystems 120 494.6 28.7 79.5 91.6 1.3 
Bio-Rad Quantase 27 429.3 18.3 33.8 99.4 1.1 
Interscientific Enzyme 30 364.7 10.5 20.8 67.4 1.0 
Astoria-Pacific 50 Hour Reagent Kit 10 426.2 20.9 20.9 122.3 1.1 
HPLC 10 377.1 15.3 15.3 76.5 1.0 
Derivatized - MS/MS non-kit 853 344.5 25.2 52.5 74.0 0.9 
Non-derivatized - MS/MS non-kit 346 370.0 24.0 56.0 78.3 1.0 
Derivatized - MS/MS PE NeoGram Kit 155 372.9 27.9 44.6 76.7 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 636 357.1 21.4 35.0 76.1 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 83 339.7 24.0 62.5 80.3 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 394.0 23.8 32.2 84.6 1.0 
TecnoSuma UMTEST 20 509.6 42.8 121.1 114.2 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 360.7 17.6 26.9 74.5 1.0 
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SUCCINYLACETONE (mol SUAC/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 237 0.7 0.2 0.5 0.8 0.5 
Non-derivatized - MS/MS non-kit 68 1.0 0.3 0.9 1.1 0.5 
Non-derivatized - MS/MS PE NeoBase Kit 395 0.5 0.1 0.3 0.5 0.2 
Derivatized - MS/MS Chromsystems MassChrom Kit 40 0.5 0.2 0.4 0.6 0.4 

Lot 1426 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 233 2.1 0.3 1.2 0.8 0.5 
Non-derivatized - MS/MS non-kit 70 2.4 0.4 0.9 1.1 0.5 
Non-derivatized - MS/MS PE NeoBase Kit 395 1.0 0.2 0.3 0.5 0.2 
Derivatized - MS/MS Chromsystems MassChrom Kit 38 1.6 0.2 0.2 0.6 0.4 

Lot 1427 - Enriched 7.5 mol/L whole blood 
Derivatized - MS/MS non-kit 238 5.0 0.6 2.8 0.8 0.5 
Non-derivatized - MS/MS non-kit 70 4.9 0.7 1.8 1.1 0.5 
Non-derivatized - MS/MS PE NeoBase Kit 393 2.0 0.3 0.7 0.5 0.2 
Derivatized - MS/MS Chromsystems MassChrom Kit 38 3.6 0.4 0.5 0.6 0.4 

Lot 1428 - Enriched 15.0 mol/L whole blood 
Derivatized - MS/MS non-kit 237 8.8 1.0 4.9 0.8 0.5 
Non-derivatized - MS/MS non-kit 70 8.8 1.2 3.7 1.1 0.5 
Non-derivatized - MS/MS PE NeoBase Kit 389 3.5 0.4 1.1 0.5 0.2 
Derivatized - MS/MS Chromsystems MassChrom Kit 39 6.2 0.5 1.3 0.6 0.4 
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TYROSINE (mol Tyr/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
HPLC 10 83.1 3.7 3.7 82.1 0.9 
Derivatized - MS/MS non-kit 809 55.1 4.7 7.7 57.4 0.8 
Non-derivatized - MS/MS non-kit 301 56.8 4.5 7.8 59.4 0.8 
Derivatized - MS/MS PE NeoGram Kit 128 56.2 5.5 8.0 56.0 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 631 61.7 4.3 7.1 63.9 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 95 61.2 6.6 9.0 64.9 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 97 62.8 7.1 10.6 61.9 1.0 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 68 55.3 3.7 5.2 56.6 0.8 

Lot 1426 - Enriched 200.0 mol/L whole blood 
HPLC 10 262.3 12.2 12.2 82.1 0.9 
Derivatized - MS/MS non-kit 831 220.0 17.6 30.1 57.4 0.8 
Non-derivatized - MS/MS non-kit 292 229.6 14.9 37.8 59.4 0.8 
Derivatized - MS/MS PE NeoGram Kit 127 225.8 19.9 28.5 56.0 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 638 252.1 16.7 29.3 63.9 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 98 242.5 17.6 27.7 64.9 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 97 251.3 28.3 42.0 61.9 1.0 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 70 223.8 15.2 21.8 56.6 0.8 

Lot 1427 - Enriched 400.0 mol/L whole blood 
HPLC 9 444.1 14.7 14.7 82.1 0.9 
Derivatized - MS/MS non-kit 816 379.3 28.3 49.5 57.4 0.8 
Non-derivatized - MS/MS non-kit 302 392.6 26.9 68.6 59.4 0.8 
Derivatized - MS/MS PE NeoGram Kit 130 389.2 26.4 45.5 56.0 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 638 432.3 27.8 51.2 63.9 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 98 412.6 32.1 43.5 64.9 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 94 439.5 40.9 79.3 61.9 1.0 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 70 396.5 21.9 30.3 56.6 0.8 

Lot 1428 - Enriched 600.0 mol/L whole blood 
HPLC 10 627.0 26.2 26.2 82.1 0.9 
Derivatized - MS/MS non-kit 821 535.6 37.4 76.0 57.4 0.8 
Non-derivatized - MS/MS non-kit 307 557.1 44.8 95.8 59.4 0.8 
Derivatized - MS/MS PE NeoGram Kit 129 562.9 42.0 69.0 56.0 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 637 617.0 37.6 69.1 63.9 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 581.4 47.4 83.3 64.9 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 98 632.7 46.0 98.0 61.9 1.0 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 69 556.5 25.1 40.2 56.6 0.8 
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VALINE (mol Val/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1425 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 711 158.6 15.7 28.0 160.9 0.7 
Non-derivatized - MS/MS non-kit 188 144.3 8.4 25.4 146.6 0.7 
Derivatized - MS/MS PE NeoGram Kit 115 165.2 19.1 22.9 168.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 627 175.6 13.4 23.2 179.8 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 93 135.9 12.5 22.3 138.9 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 99 131.2 10.9 19.6 136.0 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 176.4 11.3 21.2 175.7 0.9 

Lot 1426 - Enriched 200.0 mol/L whole blood 
Derivatized - MS/MS non-kit 717 305.8 28.6 52.7 160.9 0.7 
Non-derivatized - MS/MS non-kit 186 294.8 19.2 50.0 146.6 0.7 
Derivatized - MS/MS PE NeoGram Kit 118 323.1 38.8 48.2 168.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 630 365.9 29.1 51.9 179.8 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 281.2 33.4 57.0 138.9 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 99 272.0 19.8 46.9 136.0 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 354.5 23.9 45.4 175.7 0.9 

Lot 1427 - Enriched 350.0 mol/L whole blood 
Derivatized - MS/MS non-kit 715 402.1 40.5 68.6 160.9 0.7 
Non-derivatized - MS/MS non-kit 188 392.9 22.2 65.4 146.6 0.7 
Derivatized - MS/MS PE NeoGram Kit 118 425.0 39.0 61.1 168.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 632 484.1 40.2 70.5 179.8 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 357.9 38.8 72.3 138.9 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 100 364.3 22.1 57.6 136.0 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 498.7 27.9 60.2 175.7 0.9 

Lot 1428 - Enriched 500.0 mol/L whole blood 
Derivatized - MS/MS non-kit 716 509.8 45.1 83.2 160.9 0.7 
Non-derivatized - MS/MS non-kit 189 503.0 33.6 89.8 146.6 0.7 
Derivatized - MS/MS PE NeoGram Kit 117 538.5 55.8 80.9 168.3 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 627 621.1 46.9 84.4 179.8 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 472.5 42.8 91.3 138.9 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 97 454.6 24.6 73.0 136.0 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 629.7 34.2 66.2 175.7 0.9 
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FREE CARNITINE (mol C0/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 846 16.46 1.67 2.87 16.17 1.3 
Non-derivatized - MS/MS non-kit 209 15.73 1.23 2.91 15.47 1.1 
Derivatized - MS/MS PE NeoGram Kit 130 21.19 1.82 3.29 20.18 1.8 
Non-derivatized - MS/MS PE NeoBase Kit 633 15.29 1.29 1.94 15.09 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 106 14.84 1.76 3.05 14.80 1.1 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 13.43 1.01 1.71 13.71 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 16.13 0.79 1.66 15.97 1.1 

Lot 1466 - Enriched 10.0 mol/L whole blood 
Derivatized - MS/MS non-kit 847 28.71 2.71 4.67 16.17 1.3 
Non-derivatized - MS/MS non-kit 206 25.92 1.84 4.12 15.47 1.1 
Derivatized - MS/MS PE NeoGram Kit 128 37.58 2.79 5.94 20.18 1.8 
Non-derivatized - MS/MS PE NeoBase Kit 633 25.29 2.02 3.08 15.09 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 110 26.00 2.86 5.54 14.80 1.1 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 23.52 1.49 3.14 13.71 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 26.83 2.13 3.26 15.97 1.1 

Lot 1467 - Enriched 20.0 mol/L whole blood 
Derivatized - MS/MS non-kit 833 41.50 3.90 6.83 16.17 1.3 
Non-derivatized - MS/MS non-kit 203 36.24 2.51 5.70 15.47 1.1 
Derivatized - MS/MS PE NeoGram Kit 129 56.03 4.46 9.98 20.18 1.8 
Non-derivatized - MS/MS PE NeoBase Kit 630 35.50 2.70 4.04 15.09 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 37.49 3.48 8.47 14.80 1.1 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 31.40 2.43 4.88 13.71 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 37.28 2.04 3.70 15.97 1.1 

Lot 1468 - Enriched 30.0 mol/L whole blood 
Derivatized - MS/MS non-kit 850 54.96 4.76 9.71 16.17 1.3 
Non-derivatized - MS/MS non-kit 207 47.68 3.38 8.54 15.47 1.1 
Derivatized - MS/MS PE NeoGram Kit 130 76.46 5.95 12.97 20.18 1.8 
Non-derivatized - MS/MS PE NeoBase Kit 644 46.38 3.98 6.16 15.09 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 48.68 4.70 10.45 14.80 1.1 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 41.22 2.87 6.61 13.71 0.9 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 48.91 3.11 6.59 15.97 1.1 
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ACETYLCARNITINE (mol C2/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 813 11.52 1.34 2.99 11.76 0.9 
Non-derivatized - MS/MS non-kit 200 9.05 0.71 1.75 9.17 1.0 
Derivatized - MS/MS PE NeoGram Kit 130 14.44 1.05 2.86 14.40 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 640 8.38 0.56 0.94 8.49 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 105 11.18 1.32 2.40 11.39 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 7.50 0.58 1.06 7.68 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 11.06 0.62 1.83 11.08 1.1 

Lot 1466 - Enriched 10.0 mol/L whole blood 
Derivatized - MS/MS non-kit 817 20.89 2.19 4.75 11.76 0.9 
Non-derivatized - MS/MS non-kit 198 19.02 1.36 3.29 9.17 1.0 
Derivatized - MS/MS PE NeoGram Kit 128 20.99 1.27 2.84 14.40 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 652 17.58 1.10 2.06 8.49 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 20.32 1.99 2.94 11.39 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 16.56 1.03 1.92 7.68 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 22.09 1.45 3.00 11.08 1.1 

Lot 1467 - Enriched 20.0 mol/L whole blood 
Derivatized - MS/MS non-kit 814 29.33 2.91 5.72 11.76 0.9 
Non-derivatized - MS/MS non-kit 196 27.90 1.89 4.85 9.17 1.0 
Derivatized - MS/MS PE NeoGram Kit 127 26.74 1.62 3.36 14.40 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 646 26.44 1.67 2.95 8.49 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 110 28.28 2.51 4.05 11.39 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 23.74 1.61 2.98 7.68 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 32.91 2.11 3.65 11.08 1.1 

Lot 1468 - Enriched 30.0 mol/L whole blood 
Derivatized - MS/MS non-kit 816 37.99 3.50 7.30 11.76 0.9 
Non-derivatized - MS/MS non-kit 198 37.81 2.63 7.15 9.17 1.0 
Derivatized - MS/MS PE NeoGram Kit 130 33.88 2.03 4.03 14.40 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 642 35.24 2.31 4.02 8.49 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 36.97 3.16 4.13 11.39 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 32.89 2.10 3.57 7.68 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 43.95 2.63 4.14 11.08 1.1 
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PROPIONYLCARNITINE (mol C3/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 819 0.95 0.12 0.18 1.02 0.9 
Non-derivatized - MS/MS non-kit 205 0.92 0.09 0.17 0.94 1.0 
Derivatized - MS/MS PE NeoGram Kit 125 0.78 0.08 0.11 0.77 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 636 0.78 0.06 0.09 0.78 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 105 0.90 0.16 0.20 0.86 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.80 0.08 0.14 0.80 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 1.01 0.07 0.10 1.02 1.0 

Lot 1466 - Enriched 3.0 mol/L whole blood 
Derivatized - MS/MS non-kit 819 3.88 0.42 0.64 1.02 0.9 
Non-derivatized - MS/MS non-kit 206 3.90 0.27 0.63 0.94 1.0 
Derivatized - MS/MS PE NeoGram Kit 127 3.25 0.24 0.37 0.77 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 650 3.30 0.22 0.36 0.78 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 106 3.39 0.32 0.42 0.86 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 3.36 0.34 0.53 0.80 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 4.12 0.29 0.36 1.02 1.0 

Lot 1467 - Enriched 7.5 mol/L whole blood 
Derivatized - MS/MS non-kit 822 8.14 0.89 1.41 1.02 0.9 
Non-derivatized - MS/MS non-kit 201 8.16 0.66 1.29 0.94 1.0 
Derivatized - MS/MS PE NeoGram Kit 126 6.76 0.47 0.83 0.77 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 647 7.00 0.47 0.74 0.78 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 7.00 0.70 0.78 0.86 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 7.01 0.56 1.22 0.80 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 8.66 0.54 0.58 1.02 1.0 

Lot 1468 - Enriched 12.0 mol/L whole blood 
Derivatized - MS/MS non-kit 829 12.20 1.26 2.14 1.02 0.9 
Non-derivatized - MS/MS non-kit 202 12.57 1.01 2.25 0.94 1.0 
Derivatized - MS/MS PE NeoGram Kit 129 10.61 0.85 1.21 0.77 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 645 10.82 0.68 1.15 0.78 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 10.97 1.07 1.37 0.86 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 10.94 0.78 1.59 0.80 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 13.32 0.76 0.85 1.02 1.0 
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MALONYLCARNITINE (mol C3DC/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 750 0.03 0.01 0.02 0.05 0.5 
Derivatized - MS/MS PE NeoGram Kit 112 0.04 0.01 0.01 0.07 1.3 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 0.04 0.02 0.03 0.06 0.6 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 746 0.31 0.06 0.10 0.05 0.5 
Derivatized - MS/MS PE NeoGram Kit 120 0.68 0.07 0.19 0.07 1.3 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 0.36 0.08 0.14 0.06 0.6 

Lot 1467 - Enriched 1.5 mol/L whole blood 
Derivatized - MS/MS non-kit 744 0.91 0.15 0.28 0.05 0.5 
Derivatized - MS/MS PE NeoGram Kit 120 2.16 0.19 0.59 0.07 1.3 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 1.06 0.20 0.35 0.06 0.6 

Lot 1468 - Enriched 3.0 mol/L whole blood 
Derivatized - MS/MS non-kit 737 1.62 0.22 0.50 0.05 0.5 
Derivatized - MS/MS PE NeoGram Kit 120 3.91 0.33 1.05 0.07 1.3 
Derivatized - MS/MS Chromsystems MassChrom Kit 93 1.89 0.43 0.65 0.06 0.6 
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MALONYLCARNITINE + HYDROXYBUTYRYLCARNITINE (mol C3DC+C4OH/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Non-derivatized - MS/MS non-kit 119 0.09 0.02 0.05 0.09 0.4 
Non-derivatized - MS/MS PE NeoBase Kit 493 0.06 0.01 0.03 0.05 0.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 48 0.12 0.04 0.15 0.08 0.6 

Lot 1466 - Enriched 1.0 mol/L whole blood 
Non-derivatized - MS/MS non-kit 118 0.55 0.08 0.26 0.09 0.4 
Non-derivatized - MS/MS PE NeoBase Kit 479 0.39 0.04 0.11 0.05 0.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 50 0.78 0.14 0.88 0.08 0.6 

Lot 1467 - Enriched 2.5 mol/L whole blood 
Non-derivatized - MS/MS non-kit 120 1.17 0.17 0.63 0.09 0.4 
Non-derivatized - MS/MS PE NeoBase Kit 473 0.79 0.07 0.20 0.05 0.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 50 1.51 0.19 1.81 0.08 0.6 

Lot 1468 - Enriched 5.5 mol/L whole blood 
Non-derivatized - MS/MS non-kit 120 2.50 0.31 1.35 0.09 0.4 
Non-derivatized - MS/MS PE NeoBase Kit 479 1.78 0.14 0.41 0.05 0.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 50 3.65 0.70 4.33 0.08 0.6 
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BUTYRYLCARNITINE (mol C4/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 803 0.14 0.03 0.05 0.14 0.8 
Non-derivatized - MS/MS non-kit 173 0.13 0.02 0.02 0.14 0.8 
Derivatized - MS/MS PE NeoGram Kit 122 0.15 0.04 0.04 0.13 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 621 0.13 0.02 0.04 0.12 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 101 0.14 0.05 0.09 0.11 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 0.12 0.02 0.04 0.11 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 0.13 0.01 0.01 0.14 0.9 

Lot 1466 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 814 0.97 0.12 0.18 0.14 0.8 
Non-derivatized - MS/MS non-kit 168 1.00 0.10 0.12 0.14 0.8 
Derivatized - MS/MS PE NeoGram Kit 129 0.85 0.13 0.15 0.13 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 621 0.90 0.06 0.11 0.12 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 0.88 0.13 0.18 0.11 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.89 0.09 0.14 0.11 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 1.01 0.06 0.06 0.14 0.9 

Lot 1467 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 812 2.16 0.22 0.35 0.14 0.8 
Non-derivatized - MS/MS non-kit 168 2.24 0.22 0.27 0.14 0.8 
Derivatized - MS/MS PE NeoGram Kit 127 1.94 0.23 0.29 0.13 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 627 2.05 0.14 0.24 0.12 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 1.84 0.24 0.34 0.11 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 1.92 0.18 0.30 0.11 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 2.31 0.14 0.15 0.14 0.9 

Lot 1468 - Enriched 5.0 mol/L whole blood 
Derivatized - MS/MS non-kit 833 4.23 0.43 0.68 0.14 0.8 
Non-derivatized - MS/MS non-kit 178 4.32 0.40 0.71 0.14 0.8 
Derivatized - MS/MS PE NeoGram Kit 127 3.78 0.45 0.52 0.13 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 629 4.05 0.30 0.48 0.12 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 3.84 0.40 0.69 0.11 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 3.90 0.35 0.45 0.11 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 28 4.43 0.20 0.22 0.14 0.9 

 

26 July 2015



2015 Quality Control Data 

Summaries of Statistical Analyses 

 

HYDROXYBUTYRYLCARNITINE (mol C4OH/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 691 0.08 0.02 0.03 0.08 0.7 
Derivatized - MS/MS PE NeoGram Kit 106 0.10 0.03 0.05 0.11 0.7 
Derivatized - MS/MS Chromsystems MassChrom Kit 67 0.06 0.02 0.03 0.06 0.7 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 703 0.41 0.06 0.11 0.08 0.7 
Derivatized - MS/MS PE NeoGram Kit 109 0.47 0.08 0.19 0.11 0.7 
Derivatized - MS/MS Chromsystems MassChrom Kit 70 0.40 0.05 0.08 0.06 0.7 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 703 0.74 0.10 0.19 0.08 0.7 
Derivatized - MS/MS PE NeoGram Kit 106 0.85 0.14 0.38 0.11 0.7 
Derivatized - MS/MS Chromsystems MassChrom Kit 70 0.70 0.09 0.14 0.06 0.7 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 714 1.75 0.21 0.42 0.08 0.7 
Derivatized - MS/MS PE NeoGram Kit 107 1.93 0.25 0.77 0.11 0.7 
Derivatized - MS/MS Chromsystems MassChrom Kit 68 1.69 0.19 0.36 0.06 0.7 
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ISOVALERYLCARNITINE (mol C5/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 846 0.09 0.02 0.03 0.10 0.8 
Non-derivatized - MS/MS non-kit 232 0.08 0.01 0.02 0.09 0.9 
Derivatized - MS/MS PE NeoGram Kit 127 0.08 0.02 0.03 0.08 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 638 0.07 0.01 0.01 0.08 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 113 0.10 0.03 0.05 0.10 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 0.07 0.01 0.03 0.07 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 0.08 0.01 0.02 0.09 0.9 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 848 0.53 0.06 0.10 0.10 0.8 
Non-derivatized - MS/MS non-kit 246 0.56 0.05 0.07 0.09 0.9 
Derivatized - MS/MS PE NeoGram Kit 126 0.49 0.07 0.08 0.08 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 635 0.52 0.04 0.07 0.08 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 118 0.56 0.07 0.12 0.10 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.50 0.05 0.10 0.07 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 0.58 0.04 0.05 0.09 0.9 

Lot 1467 - Enriched 1.5 mol/L whole blood 
Derivatized - MS/MS non-kit 846 1.32 0.14 0.23 0.10 0.8 
Non-derivatized - MS/MS non-kit 243 1.40 0.11 0.17 0.09 0.9 
Derivatized - MS/MS PE NeoGram Kit 127 1.23 0.15 0.19 0.08 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 638 1.31 0.09 0.16 0.08 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 115 1.35 0.18 0.24 0.10 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 1.19 0.11 0.22 0.07 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 1.46 0.07 0.10 0.09 0.9 

Lot 1468 - Enriched 3.0 mol/L whole blood 
Derivatized - MS/MS non-kit 851 2.59 0.25 0.42 0.10 0.8 
Non-derivatized - MS/MS non-kit 245 2.77 0.20 0.31 0.09 0.9 
Derivatized - MS/MS PE NeoGram Kit 128 2.47 0.25 0.36 0.08 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 638 2.59 0.18 0.31 0.08 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 119 2.71 0.31 0.44 0.10 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 2.44 0.19 0.44 0.07 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 2.88 0.15 0.22 0.09 0.9 
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GLUTARYLCARNITINE (mol C5DC/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 843 0.02 0.01 0.02 0.03 0.7 
Non-derivatized - MS/MS non-kit 229 0.04 0.01 0.02 0.07 1.0 
Derivatized - MS/MS PE NeoGram Kit 117 0.03 0.01 0.01 0.04 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 562 0.05 0.01 0.02 0.07 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 101 0.04 0.02 0.05 0.02 1.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 83 0.06 0.03 0.04 0.08 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 56 0.07 0.01 0.01 0.08 1.1 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 840 0.36 0.07 0.15 0.03 0.7 
Non-derivatized - MS/MS non-kit 240 0.55 0.06 0.16 0.07 1.0 
Derivatized - MS/MS PE NeoGram Kit 120 0.52 0.05 0.06 0.04 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 569 0.57 0.05 0.07 0.07 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 0.65 0.13 0.27 0.02 1.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.71 0.09 0.21 0.08 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 0.62 0.05 0.05 0.08 1.1 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 840 0.70 0.12 0.31 0.03 0.7 
Non-derivatized - MS/MS non-kit 236 1.05 0.11 0.31 0.07 1.0 
Derivatized - MS/MS PE NeoGram Kit 123 1.04 0.09 0.14 0.04 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 585 1.10 0.09 0.15 0.07 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 109 1.25 0.28 0.53 0.02 1.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 1.36 0.25 0.46 0.08 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 1.16 0.07 0.08 0.08 1.1 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 840 1.65 0.25 0.72 0.03 0.7 
Non-derivatized - MS/MS non-kit 236 2.45 0.23 0.72 0.07 1.0 
Derivatized - MS/MS PE NeoGram Kit 124 2.48 0.20 0.26 0.04 1.0 
Non-derivatized - MS/MS PE NeoBase Kit 590 2.58 0.21 0.34 0.07 1.0 
Derivatized - MS/MS Chromsystems MassChrom Kit 109 3.16 0.44 1.34 0.02 1.3 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 3.21 0.44 1.06 0.08 1.3 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 2.74 0.19 0.20 0.08 1.1 
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HYDROXYISOVALERYLCARNITINE (mol C5OH/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 833 0.39 0.06 0.10 0.39 0.8 
Non-derivatized - MS/MS non-kit 199 0.55 0.05 0.10 0.56 0.8 
Derivatized - MS/MS PE NeoGram Kit 125 0.36 0.07 0.08 0.36 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 522 0.43 0.04 0.08 0.43 0.5 
Derivatized - MS/MS Chromsystems MassChrom Kit 98 0.42 0.08 0.12 0.42 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 57 0.31 0.05 0.07 0.33 0.4 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 0.66 0.05 0.09 0.63 1.0 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 819 0.77 0.09 0.16 0.39 0.8 
Non-derivatized - MS/MS non-kit 199 0.97 0.08 0.19 0.56 0.8 
Derivatized - MS/MS PE NeoGram Kit 129 0.70 0.10 0.14 0.36 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 524 0.70 0.05 0.13 0.43 0.5 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 0.77 0.12 0.16 0.42 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 60 0.56 0.07 0.13 0.33 0.4 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 55 1.11 0.06 0.12 0.63 1.0 

Lot 1467 - Enriched 1.5 mol/L whole blood 
Derivatized - MS/MS non-kit 822 1.53 0.18 0.33 0.39 0.8 
Non-derivatized - MS/MS non-kit 198 1.74 0.15 0.34 0.56 0.8 
Derivatized - MS/MS PE NeoGram Kit 125 1.35 0.18 0.25 0.36 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 522 1.21 0.09 0.22 0.43 0.5 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 1.49 0.21 0.31 0.42 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 58 0.98 0.09 0.26 0.33 0.4 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 57 2.08 0.12 0.27 0.63 1.0 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 816 2.28 0.23 0.47 0.39 0.8 
Non-derivatized - MS/MS non-kit 198 2.54 0.20 0.51 0.56 0.8 
Derivatized - MS/MS PE NeoGram Kit 128 2.07 0.25 0.36 0.36 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 526 1.75 0.13 0.32 0.43 0.5 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 2.17 0.26 0.48 0.42 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 56 1.36 0.16 0.26 0.33 0.4 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 58 3.11 0.14 0.37 0.63 1.0 
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HEXANOYLCARNITINE (mol C6/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 846 0.03 0.01 0.03 0.04 0.8 
Non-derivatized - MS/MS non-kit 198 0.02 0.01 0.01 0.02 0.8 
Derivatized - MS/MS PE NeoGram Kit 120 0.03 0.02 0.02 0.07 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 631 0.02 0.01 0.01 0.03 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 103 0.06 0.03 0.05 0.09 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 84 0.02 0.01 0.01 0.04 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 0.01 0.00 0.00 0.01 0.7 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 837 0.43 0.06 0.09 0.04 0.8 
Non-derivatized - MS/MS non-kit 196 0.44 0.05 0.09 0.02 0.8 
Derivatized - MS/MS PE NeoGram Kit 128 0.42 0.06 0.08 0.07 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 659 0.42 0.03 0.05 0.03 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 0.46 0.07 0.08 0.09 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 0.46 0.05 0.07 0.04 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 0.36 0.02 0.04 0.01 0.7 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 837 0.79 0.10 0.17 0.04 0.8 
Non-derivatized - MS/MS non-kit 196 0.84 0.09 0.18 0.02 0.8 
Derivatized - MS/MS PE NeoGram Kit 129 0.68 0.09 0.10 0.07 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 649 0.80 0.06 0.09 0.03 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 0.77 0.11 0.12 0.09 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.82 0.07 0.13 0.04 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 0.69 0.04 0.10 0.01 0.7 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 839 1.93 0.19 0.36 0.04 0.8 
Non-derivatized - MS/MS non-kit 189 2.05 0.23 0.43 0.02 0.8 
Derivatized - MS/MS PE NeoGram Kit 129 1.56 0.16 0.21 0.07 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 652 1.96 0.15 0.23 0.03 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 1.75 0.20 0.23 0.09 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 2.01 0.14 0.22 0.04 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 1.73 0.12 0.23 0.01 0.7 
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OCTANOYLCARNITINE (mol C8/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 865 0.03 0.01 0.02 0.03 0.9 
Non-derivatized - MS/MS non-kit 260 0.02 0.01 0.01 0.01 1.0 
Derivatized - MS/MS PE NeoGram Kit 119 0.02 0.02 0.02 0.01 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 643 0.02 0.01 0.01 0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 101 0.03 0.02 0.04 0.03 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 0.02 0.01 0.01 0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 56 0.03 0.01 0.01 0.02 1.0 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 856 0.50 0.06 0.11 0.03 0.9 
Non-derivatized - MS/MS non-kit 262 0.50 0.04 0.07 0.01 1.0 
Derivatized - MS/MS PE NeoGram Kit 125 0.45 0.08 0.09 0.01 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 640 0.47 0.04 0.06 0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 105 0.45 0.07 0.08 0.03 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 0.42 0.04 0.06 0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 0.51 0.04 0.05 0.02 1.0 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 857 0.95 0.12 0.19 0.03 0.9 
Non-derivatized - MS/MS non-kit 266 0.98 0.09 0.15 0.01 1.0 
Derivatized - MS/MS PE NeoGram Kit 126 0.86 0.12 0.14 0.01 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 644 0.92 0.07 0.10 0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 0.86 0.11 0.13 0.03 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.78 0.06 0.10 0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 0.99 0.06 0.09 0.02 1.0 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 858 2.35 0.25 0.41 0.03 0.9 
Non-derivatized - MS/MS non-kit 267 2.45 0.20 0.33 0.01 1.0 
Derivatized - MS/MS PE NeoGram Kit 129 2.21 0.25 0.33 0.01 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 642 2.35 0.17 0.26 0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 2.12 0.23 0.30 0.03 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 2.04 0.16 0.24 0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 59 2.51 0.15 0.17 0.02 1.0 
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DECANOYLCARNITINE (mol C10/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 813 0.02 0.01 0.02 0.00 1.0 
Non-derivatized - MS/MS non-kit 245 0.02 0.01 0.01 0.00 1.0 
Derivatized - MS/MS PE NeoGram Kit 124 0.02 0.01 0.02 0.00 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 649 0.02 0.01 0.01 -0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 97 0.02 0.01 0.02 0.00 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 85 0.02 0.01 0.01 -0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 57 0.02 0.01 0.01 -0.01 1.1 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 833 0.48 0.07 0.12 0.00 1.0 
Non-derivatized - MS/MS non-kit 246 0.52 0.04 0.09 0.00 1.0 
Derivatized - MS/MS PE NeoGram Kit 127 0.37 0.06 0.07 0.00 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 644 0.42 0.04 0.06 -0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 105 0.38 0.06 0.08 0.00 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 0.38 0.04 0.05 -0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 0.55 0.04 0.12 -0.01 1.1 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 829 0.93 0.13 0.22 0.00 1.0 
Non-derivatized - MS/MS non-kit 244 0.98 0.10 0.19 0.00 1.0 
Derivatized - MS/MS PE NeoGram Kit 128 0.72 0.11 0.13 0.00 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 650 0.81 0.07 0.10 -0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 0.70 0.10 0.14 0.00 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 0.71 0.06 0.11 -0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 1.06 0.08 0.18 -0.01 1.1 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 836 2.40 0.29 0.53 0.00 1.0 
Non-derivatized - MS/MS non-kit 248 2.58 0.23 0.48 0.00 1.0 
Derivatized - MS/MS PE NeoGram Kit 126 1.86 0.20 0.28 0.00 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 638 2.15 0.15 0.26 -0.01 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 1.86 0.23 0.33 0.00 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 1.94 0.14 0.23 -0.01 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 60 2.78 0.21 0.39 -0.01 1.1 
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DODECANOYLCARNITINE (mol C12/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 745 0.03 0.02 0.03 0.05 0.9 
Non-derivatized - MS/MS non-kit 162 0.01 0.00 0.01 0.02 0.9 
Derivatized - MS/MS PE NeoGram Kit 128 0.03 0.02 0.02 0.04 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 595 0.01 0.00 0.00 0.00 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 105 0.07 0.03 0.06 0.11 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 85 0.01 0.01 0.01 0.00 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 40 0.01 0.00 0.00 0.02 0.9 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 761 0.48 0.09 0.14 0.05 0.9 
Non-derivatized - MS/MS non-kit 161 0.45 0.04 0.09 0.02 0.9 
Derivatized - MS/MS PE NeoGram Kit 125 0.45 0.07 0.09 0.04 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 604 0.41 0.04 0.05 0.00 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 104 0.51 0.09 0.14 0.11 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 0.38 0.04 0.05 0.00 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 40 0.48 0.04 0.07 0.02 0.9 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 756 0.94 0.15 0.26 0.05 0.9 
Non-derivatized - MS/MS non-kit 158 0.87 0.09 0.17 0.02 0.9 
Derivatized - MS/MS PE NeoGram Kit 127 0.89 0.11 0.17 0.04 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 616 0.80 0.07 0.09 0.00 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 105 1.05 0.19 0.33 0.11 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 0.71 0.06 0.13 0.00 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 40 0.96 0.09 0.11 0.02 0.9 

Lot 1468 - Enriched 2.5 mol/L whole blood 
Derivatized - MS/MS non-kit 773 2.22 0.29 0.53 0.05 0.9 
Non-derivatized - MS/MS non-kit 160 2.14 0.23 0.43 0.02 0.9 
Derivatized - MS/MS PE NeoGram Kit 125 2.09 0.24 0.30 0.04 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 609 2.04 0.15 0.22 0.00 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 102 2.20 0.25 0.41 0.11 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 1.84 0.12 0.18 0.00 0.7 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 40 2.31 0.21 0.21 0.02 0.9 
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MYRISTOYLCARNITINE (mol C14/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 819 0.06 0.02 0.03 0.05 1.0 
Non-derivatized - MS/MS non-kit 175 0.04 0.01 0.01 0.03 1.0 
Derivatized - MS/MS PE NeoGram Kit 126 0.06 0.02 0.02 0.05 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 622 0.04 0.01 0.01 0.02 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 113 0.08 0.03 0.05 0.08 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 0.03 0.01 0.01 0.02 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 28 0.04 0.00 0.00 0.01 1.1 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 820 0.53 0.07 0.10 0.05 1.0 
Non-derivatized - MS/MS non-kit 179 0.53 0.05 0.07 0.03 1.0 
Derivatized - MS/MS PE NeoGram Kit 125 0.50 0.07 0.08 0.05 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 628 0.48 0.04 0.05 0.02 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 118 0.49 0.08 0.08 0.08 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.43 0.04 0.08 0.02 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 0.54 0.03 0.04 0.01 1.1 

Lot 1467 - Enriched 1.5 mol/L whole blood 
Derivatized - MS/MS non-kit 826 1.47 0.17 0.27 0.05 1.0 
Non-derivatized - MS/MS non-kit 180 1.49 0.14 0.23 0.03 1.0 
Derivatized - MS/MS PE NeoGram Kit 128 1.36 0.15 0.20 0.05 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 635 1.40 0.10 0.15 0.02 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 119 1.30 0.17 0.19 0.08 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 1.22 0.09 0.20 0.02 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 1.62 0.12 0.13 0.01 1.1 

Lot 1468 - Enriched 3.0 mol/L whole blood 
Derivatized - MS/MS non-kit 824 2.94 0.34 0.51 0.05 1.0 
Non-derivatized - MS/MS non-kit 179 3.02 0.26 0.44 0.03 1.0 
Derivatized - MS/MS PE NeoGram Kit 127 2.73 0.28 0.41 0.05 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 626 2.81 0.20 0.30 0.02 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 114 2.54 0.25 0.34 0.08 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 2.51 0.14 0.34 0.02 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 30 3.30 0.29 0.30 0.01 1.1 
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PALMITOYLCARNITINE (mol C16/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 845 0.79 0.10 0.15 0.86 0.9 
Non-derivatized - MS/MS non-kit 196 0.81 0.07 0.13 0.87 0.9 
Derivatized - MS/MS PE NeoGram Kit 130 0.74 0.10 0.13 0.73 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 654 0.72 0.06 0.08 0.76 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 106 0.81 0.11 0.15 0.87 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 0.70 0.06 0.09 0.74 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 50 0.86 0.06 0.11 0.92 0.9 

Lot 1466 - Enriched 3.0 mol/L whole blood 
Derivatized - MS/MS non-kit 858 3.44 0.33 0.45 0.86 0.9 
Non-derivatized - MS/MS non-kit 199 3.64 0.30 0.56 0.87 0.9 
Derivatized - MS/MS PE NeoGram Kit 124 3.07 0.29 0.41 0.73 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 656 3.27 0.23 0.34 0.76 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 106 3.44 0.33 0.42 0.87 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 3.28 0.26 0.40 0.74 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 49 3.66 0.25 0.35 0.92 0.9 

Lot 1467 - Enriched 8.0 mol/L whole blood 
Derivatized - MS/MS non-kit 864 7.81 0.77 1.13 0.86 0.9 
Non-derivatized - MS/MS non-kit 197 8.25 0.76 1.19 0.87 0.9 
Derivatized - MS/MS PE NeoGram Kit 126 7.27 0.69 0.96 0.73 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 650 7.55 0.55 0.77 0.76 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 109 7.68 0.74 1.04 0.87 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 85 7.41 0.53 0.62 0.74 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 49 8.34 0.55 0.70 0.92 0.9 

Lot 1468 - Enriched 12.0 mol/L whole blood 
Derivatized - MS/MS non-kit 860 11.00 0.99 1.51 0.86 0.9 
Non-derivatized - MS/MS non-kit 200 11.70 0.87 1.69 0.87 0.9 
Derivatized - MS/MS PE NeoGram Kit 129 10.27 0.97 1.42 0.73 0.8 
Non-derivatized - MS/MS PE NeoBase Kit 653 10.68 0.75 1.10 0.76 0.8 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 10.93 0.99 1.23 0.87 0.8 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 10.72 0.73 1.01 0.74 0.8 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 48 11.75 0.84 1.21 0.92 0.9 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

HYDROXYPALMITOYLCARNITINE (mol C16OH/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 830 0.02 0.01 0.02 0.01 0.7 
Non-derivatized - MS/MS non-kit 179 0.01 0.00 0.01 0.01 0.7 
Derivatized - MS/MS PE NeoGram Kit 126 0.02 0.01 0.01 0.01 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 642 0.01 0.00 0.01 0.01 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 96 0.01 0.01 0.01 0.01 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 84 0.01 0.00 0.01 0.00 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 70 0.01 0.00 0.00 0.00 0.7 

Lot 1466 - Enriched 0.25 mol/L whole blood 
Derivatized - MS/MS non-kit 823 0.19 0.03 0.05 0.01 0.7 
Non-derivatized - MS/MS non-kit 178 0.18 0.02 0.03 0.01 0.7 
Derivatized - MS/MS PE NeoGram Kit 124 0.17 0.03 0.03 0.01 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 627 0.15 0.01 0.02 0.01 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 98 0.19 0.04 0.07 0.01 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 86 0.17 0.04 0.07 0.00 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 70 0.16 0.01 0.05 0.00 0.7 

Lot 1467 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 823 0.35 0.06 0.10 0.01 0.7 
Non-derivatized - MS/MS non-kit 178 0.34 0.04 0.06 0.01 0.7 
Derivatized - MS/MS PE NeoGram Kit 128 0.33 0.05 0.07 0.01 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 626 0.29 0.03 0.04 0.01 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 99 0.37 0.06 0.09 0.01 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 85 0.30 0.06 0.13 0.00 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 69 0.34 0.02 0.07 0.00 0.7 

Lot 1468 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 828 0.70 0.09 0.18 0.01 0.7 
Non-derivatized - MS/MS non-kit 183 0.70 0.09 0.14 0.01 0.7 
Derivatized - MS/MS PE NeoGram Kit 130 0.67 0.09 0.14 0.01 0.7 
Non-derivatized - MS/MS PE NeoBase Kit 626 0.60 0.05 0.08 0.01 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 91 0.72 0.09 0.13 0.01 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 0.65 0.09 0.25 0.00 0.6 
Non-derivatized - MS2 Screening Neo (MS-Neo) Siemens 70 0.69 0.05 0.14 0.00 0.7 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

STEAROYLCARNITINE (mol C18/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 796 0.64 0.08 0.13 0.67 0.9 
Non-derivatized - MS/MS non-kit 157 0.64 0.06 0.08 0.64 0.9 
Derivatized - MS/MS PE NeoGram Kit 119 0.63 0.08 0.11 0.63 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 646 0.63 0.05 0.06 0.64 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 104 0.65 0.09 0.11 0.65 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 0.59 0.06 0.13 0.60 0.9 

Lot 1466 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 810 1.54 0.18 0.29 0.67 0.9 
Non-derivatized - MS/MS non-kit 158 1.56 0.14 0.21 0.64 0.9 
Derivatized - MS/MS PE NeoGram Kit 117 1.49 0.15 0.19 0.63 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 646 1.57 0.11 0.14 0.64 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 108 1.52 0.22 0.29 0.65 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 1.44 0.14 0.31 0.60 0.9 

Lot 1467 - Enriched 2.0 mol/L whole blood 
Derivatized - MS/MS non-kit 811 2.42 0.26 0.44 0.67 0.9 
Non-derivatized - MS/MS non-kit 154 2.46 0.22 0.32 0.64 0.9 
Derivatized - MS/MS PE NeoGram Kit 118 2.44 0.24 0.34 0.63 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 656 2.52 0.18 0.25 0.64 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 107 2.42 0.29 0.39 0.65 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 2.32 0.21 0.47 0.60 0.9 

Lot 1468 - Enriched 5.0 mol/L whole blood 
Derivatized - MS/MS non-kit 804 4.97 0.50 0.88 0.67 0.9 
Non-derivatized - MS/MS non-kit 154 5.17 0.37 0.75 0.64 0.9 
Derivatized - MS/MS PE NeoGram Kit 118 5.01 0.49 0.64 0.63 0.9 
Non-derivatized - MS/MS PE NeoBase Kit 654 5.30 0.38 0.54 0.64 0.9 
Derivatized - MS/MS Chromsystems MassChrom Kit 104 5.02 0.50 0.68 0.65 0.9 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 90 4.84 0.40 0.82 0.60 0.9 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

HYDROXYSTEAROYLCARNITINE (mol C18OH/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 1465 - Nonenriched 0 mol/L whole blood 
Derivatized - MS/MS non-kit 609 0.01 0.01 0.02 0.01 0.6 
Non-derivatized - MS/MS non-kit 95 0.01 0.00 0.01 0.01 0.5 
Derivatized - MS/MS PE NeoGram Kit 121 0.01 0.01 0.01 0.01 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 542 0.00 0.00 0.00 0.00 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 84 0.01 0.01 0.01 0.02 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 85 0.01 0.00 0.01 0.01 0.5 

Lot 1466 - Enriched 0.5 mol/L whole blood 
Derivatized - MS/MS non-kit 614 0.31 0.06 0.11 0.01 0.6 
Non-derivatized - MS/MS non-kit 98 0.27 0.03 0.11 0.01 0.5 
Derivatized - MS/MS PE NeoGram Kit 128 0.31 0.05 0.07 0.01 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 535 0.28 0.02 0.04 0.00 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 90 0.35 0.10 0.15 0.02 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 89 0.26 0.04 0.12 0.01 0.5 

Lot 1467 - Enriched 1.0 mol/L whole blood 
Derivatized - MS/MS non-kit 615 0.61 0.09 0.22 0.01 0.6 
Non-derivatized - MS/MS non-kit 96 0.52 0.07 0.23 0.01 0.5 
Derivatized - MS/MS PE NeoGram Kit 127 0.60 0.08 0.12 0.01 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 537 0.55 0.05 0.08 0.00 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 87 0.67 0.11 0.20 0.02 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 88 0.48 0.08 0.23 0.01 0.5 

Lot 1468 - Enriched 1.5 mol/L whole blood 
Derivatized - MS/MS non-kit 594 0.94 0.13 0.27 0.01 0.6 
Non-derivatized - MS/MS non-kit 98 0.80 0.08 0.40 0.01 0.5 
Derivatized - MS/MS PE NeoGram Kit 130 0.91 0.11 0.18 0.01 0.6 
Non-derivatized - MS/MS PE NeoBase Kit 540 0.85 0.07 0.13 0.00 0.6 
Derivatized - MS/MS Chromsystems MassChrom Kit 86 0.99 0.11 0.30 0.02 0.7 
Non-derivatized - MS/MS Chromsystems MassChrom Kit 87 0.73 0.10 0.37 0.01 0.5 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

24:0 LYSOPHOSPHATIDYLCHOLINE (mol 24 LPC/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 14101 - Nonenriched 0 mol/L whole blood 
LC-MS/MS 30 0.12 0.01 0.07 0.20 1.0 
FIA-MS/MS 10 0.43 0.05 0.05 0.42 1.6 

Lot 14102 - Enriched 1.0 mol/L whole blood 
LC-MS/MS 30 1.31 0.21 0.49 0.20 1.0 
FIA-MS/MS 10 1.95 0.19 0.19 0.42 1.6 

Lot 14103 - Enriched 5.0 mol/L whole blood 
LC-MS/MS 30 5.25 0.67 2.62 0.20 1.0 
FIA-MS/MS 10 8.17 1.13 1.13 0.42 1.6 
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2015 Quality Control Data 

Summaries of Statistical Analyses 

 

26:0 LYSOPHOSPHATIDYLCHOLINE (mol 26 LPC/L whole blood) 

 

 
*Estimated by performing a weighted linear regression analysis of mean reported concentrations versus enriched 

concentrations and extrapolating the regression to the Y-axis. 

METHOD N Mean 

Average 
Within 

Lab SD Total SD 
Y- 

Intercept* Slope 

Lot 14101 - Nonenriched 0 mol/L whole blood 
LC-MS/MS 30 0.08 0.01 0.08 0.14 0.8 
FIA-MS/MS 10 0.43 0.05 0.05 0.42 1.6 

Lot 14102 - Enriched 1.0 mol/L whole blood 
LC-MS/MS 30 1.02 0.12 0.22 0.14 0.8 
FIA-MS/MS 10 1.95 0.19 0.19 0.42 1.6 

Lot 14103 - Enriched 5.0 mol/L whole blood 
LC-MS/MS 28 4.15 0.45 0.64 0.14 0.8 
FIA-MS/MS 10 8.17 1.13 1.13 0.42 1.6 
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