Flow Diagram for Determining Potentially Affected Blood Lead Tests and the Need for Retesting

START

Unsure → Is test capillary or venous?

Venous → Not affected by this alert

Unsure → Laboratory analyzer used?

LeadCare® → Potential for falsely low results

Capillary → Not affected by this alert

Is child <72 months of age?

Yes → Is blood lead level <10 μg/dL?

Yes → Retest

Analyzer other than LeadCare® → Not affected by this alert

Is currently a pregnant or lactating woman?

Yes → Retest