National Personal Protective Technology Laboratory

Total Inward Leakage (TIL) for Respirators other than Filtering Facepiece Respirators and Half Masks

Jonathan Szalajda
Policy and Standards Development Branch

September 17, 2009
Topics

Introduction
Concept Overview
NIST Research Projects
Ultrasound Testing
Panel Discussion
Public Comment Period

Jonathan Szalajda, NPPTL
Gary Walbert, NPPTL
Kathryn Butler, NIST BRFL
Bill King, NPPTL
Total Inward Leakage (TIL) for Respirators other than Filtering Facepieces and Half Masks

Stakeholder Input can be submitted by

- Mail:
  NIOSH Docket Office
  Robert A. Taft Laboratories, M/S C 34
  Reference: Docket 168 – Total Inward Leakage (TIL) for Respirators other than Filtering Facepieces and Half Masks
  4676 Columbia Parkway
  Cincinnati, OH 45226

- Email: nioshdocket@cdc.gov
- Fax: (513) 533-8285
- Phone: (513) 533-8611